Bipolar electrocautery in laparoscopic cholecystectomy.
Laparoscopic cholecystectomy was undertaken in 100 patients using bipolar electrocautery for hemostasis. Cholecystectomy was completed laparoscopically in 94 patients. No deaths or common bile duct injuries occurred. In this single surgeon's experience, bipolar electrocautery is a safe, effective, and economical modality in laparoscopic cholecystectomy.